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The proof-of-concept demonstration of a microfiber-based flexural disc accelerometer is presented. The reduced
microfiber size and bending radii give rise to high device compactness and responsivity. A flexural disc acceler-
ometer manufactured from a 10mm long microfiber showed a performance of ∼2:2 rad=g, with the responsivity
expected to increase proportionally with the microfiber length. © 2011 Optical Society of America
OCIS codes: 060.2370, 120.0280, 120.3180, 280.4788.
Accelerometers play an important part as existing and
next-generation tools for inertial navigation, guidance
systems, earthquake monitoring, platform stabilization
for space applications, vibration monitoring in machin-
ery, vehicles, vessels, and portable electronics such as
free-fall sensors. Fiber-optic accelerometers have sev-
eral inherent advantages over micro-electromechanical-
systems (MEMS) based accelerometers, such as lower
temperature dependence, higher responsivity, and immu-
nity to electromagnetic interference [1–3]. To date, opti-
cal accelerometers have been reported in many different
forms, with the most extensively researched being
compliant cylinders/mandrels [4,5] and central/edge-
supported flexural discs [6–9], which are interferometry-
based. Other types include hollow/multicore fiber [2,3],
microloop resonator [1], weighted reflective diaphragm
[10], and fiber Bragg gratings [11]. In-fiber designs are
highly compact, but are limited by low responsivity.
Although designs based on compliant cylinders/mandrels
and weighted reflective diaphragm showed some positive
attributes, notably very high sensitivity ∼104 rad=g [4],
they also exhibit small operating bandwidth that is typi-
cally below 1 kHz. Flexural disc designs exhibit poor re-
sponsivity in small packages. Previously, as much as 75m
of SMF-28 has been used in flexural disc designs for the
purpose of high responsivity [9]. Still, the flexural disc
designs have operating bandwidths higher than most
configurations, e.g. a few kHz. For portable applications
where weight and size requirements are stringent, flexur-
al discs face a serious design problem.
In this Letter, we present a solution with a microfiber-
based, centrally-supported flexural disc accelerometer
that has the potential to achieve higher compactness
and higher responsivity than conventional flexural discs
that use telecom single-mode optical fibers or even bend-
insensitive fiber (BIF). The phase-demodulation is per-
formed by a differential technique on the intensity. Micro-
fibers used in sensors and devices have diameters in the
region of 1–3 μm, meaning that small bend radii can be
achieved [12] without inducing significant polarization
dependent loss and depolarization of light. Therefore,
high device compactness is feasible without deteriora-
tion in expected performance. A smaller disc size also
implies a higher fundamental resonance frequency, thus
higher operating bandwidth. Since microfibers have
reduced width, longer lengths are possible on a disc of
the same size, leading to a larger response to strain
and hence higher responsivity.
The operating principle of the flexural disc acceler-
ometer utilizes axial acceleration, which causes exten-
sive strain in one fiber spiral and compressive strain
in another, providing a push-pull enhancement and
effectively doubles the accelerometer’s response while
providing common-mode rejection of pressure and tem-
perature variations. Equations (1) and (2) are used to pre-
dict the phase (ϕ) responsivity to acceleration (A) of a
centrally-supported flexural disc [9]. The stress-optic ef-
fect of microfibers are assumed to be the same as bulk
silica and approximately equal to doped silica fibers [13].
Equation (1) calculates the length change due to the
strain ε (expressed in terms of pressure changes ΔP
due to acceleration) experienced by a ring of microfiber
at radial distance r from the disc center. Equation (2)
gives the sensor responsivity (rad=g) by approximating
the total length change (ΔLtotal) as the sum of cascaded
microfiber rings, which is dependent on the microfiber
diameter (D):
ΔL ¼ εðr; a; b; h; E; νÞ · ð2πrÞ; ð1Þ
Δϕ
ΔA ¼ 2 × 9:81 × 6:32π
hρnΔLtotal
λΔP ; ð2Þ
where a is the disc radius, b is the central support radius,
h is the disc thickness, E is the effective Young’s modu-
lus, ν is the Poisson ratio of the disc, ρ is the effective disc
density, n is the effective index of the microfiber core,
and λ is the wavelength of input light. It is assumed that
only a single layer of microfiber is wound on each side of
the disc.
Microfibers have strong evanescence fields since they
confine light through a refractive index contrast between
the silica core and its surrounding. Therefore, adjacent
turns within the spiral must be kept apart to prevent op-
tical coupling that leads to resonance. In practice, a 2 μm
diameter microfiber should have a minimum separation
of 20 μm for single-mode operation at 1550 nm. Larger fi-
ber diameters would host multiple modes and smaller
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diameters would result in higher optical loss due to more
light propagating outside the microfiber.
It is desirable for the accelerometer to exhibit a linear
phase response with frequency such that acceleration
can be detected without significant distortion. However,
the fundamental resonance frequency of the flexural
disc sets an upper limit on the sensor bandwidth. An ap-
proximate expression for the fundamental resonance
frequency is shown in Eq. (3) [6,9], where Λ2 is the re-
sonance frequency parameter [14]:
f R ¼
Λ2h
πa2
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
E
12ð1 − v2Þρ
s
: ð3Þ
Using Eqs. (1) and (2), Fig. 1 compares the simulated
responsivity and bandwidth performance (single-layer)
of a microfiber with those of a BIF (Corning HI 1060
FLEX) on a carbon-polymer disc. For the microfiber, it
is assumed that: n ≈ 1:4, λ ¼ 1550 nm, v ¼ 0:42, ρ ¼
1175 kg=m3, b ¼ 1:5mm, and the microfiber is wound
from 1:5mm to the edge, D ¼ 2 μm with separation of
20 μm, h ¼ 0:25mm, E ¼ 6:1GPa, Λ2 ¼ 4:235. For the
BIF, it is assumed that: n ¼ 1:46, λ ¼ 1550 nm, v ¼
0:36, ρ ¼ 1515 kg=m3, b ¼ 1:5mm, and the BIF is wound
from 5mm to the edge, D ¼ 125 μm, h ¼ 0:25mm,
E ¼ 79:1GPa, Λ2 ¼ 4:235. The values for density are
an estimated average of the composite structure. From
the graphs, it is evident that the microfiber leads to much
higher responsivity, although the bandwidth is lower. For
a disc radius of 12:5mm, the responsivity is 7958 rad=g
for microfiber compared to 137 rad=g for BIF. More im-
portantly, the nominal macrobend radius limit of BIF is
5mm, which sets a lower bound on the disc size. This
simulation model is in good agreement with the experi-
mental results reported in [9].
A 2 μm diameter, 10mm long microfiber was manu-
factured by tapering a telecom SMF-28 using a ceramic
heater [15]. A short length of microfiber is sufficient to
demonstrate the principle of the microfiber-based flex-
ural disc accelerometer. The effect of thermal expansion
has a great impact on the stability of the accelerometer
when incorporated into an interferometer, therefore a
carbon-polymer material with a low coefficient of ther-
mal expansion was considered to be suitable for the con-
struction of the disc. In addition, the material has a
reasonable density and a low Young’s modulus. The disc
measures 25mm in diameter and 0:5mm in thickness.
For mounting onto the piezoelectric transducer (PZT)
shaker, the central support of the disc consists of a metal
screw, 3mm in diameter, which was securely fixed to the
underside of the disc. The total weight of the disc plus
screw was only around 4 g to prevent overloading the
PZT. The microfiber was wound on one side of the disc
in a U-shape arrangement, 8mm from the disc center.
Low-index (n ¼ 1:376) U.V. curable polymer (Efiron
UV-373) was deposited on the disc before and after the
attachment of the microfiber for two purposes: 1) to bind
the microfiber and disc together for efficient strain trans-
fer and 2) to provide a uniform effective index to reduce
birefringence and optical losses. The amount of polymer
was kept to a minimum, as substantial quantities can af-
fect the disc’s total mass and flexibility. In addition, drifts
in the ambient temperature can cause undesirable ther-
mal expansion and contraction of the polymer that will
be transferred to the microfiber, inducing a phase-shift in
the interference fringes. The insertion loss of the 10mm
long microfiber is 0:5 dB.
To test the system, linearly-polarized light at 1550 nm
was launched from a tunable laser source (Agilent
8163B) into a Michelson interferometer with the flexural
disc accelerometer connected to a Faraday rotator mir-
ror (FRM) forming the sensing arm and another FRM at
the end of the reference arm. The incorporation of FRMs
ensures that any change in the polarization state along
the two arms will cancel out. The flexural disc was
mounted on a PZT shaker (Photon Control), which is
controlled by a signal generator (Thurlby Thandar
TG210). The returning light was picked up by a photore-
ceiver (New Focus 1811) and sampled by a digital oscil-
loscope (Tektronix DPO4054), as illustrated in Fig. 2.
Phase-demodulation was performed during postpro-
cessing of the measurement data. The variation in the
light intensity detected at the output of an interferometer
can be written as Eq. (4), where θðtÞ is the phase-
difference between the two arms of the interferometer.
The constants A and B are proportional to the input op-
tical power. B, however, also depends on the visibility of
the interferometer. When a sinusoidal modulation with
frequency ω0 and amplitude C is imposed on the sensing
arm of the interferometer, the phase-difference can be
expressed by Eq. (5), where C is the phase information
of interest and ϕðtÞ represents the environmental effects.
It is assumed that the sinusoidal modulation produces no
thermal-induced phase-shift. By performing differentia-
tion on Eq. (5) with respect to time, we obtain Eq. (6)
when ϕðtÞ is equal to π=2. The maximum phase-shift
due to acceleration is therefore given by Eq. (7), where
B can be measured from the interference visibility and ω0
is predetermined by the set frequency:
Fig. 1. (Color online) Simulated responsivity (blue) and
resonance frequency (red) of microfiber (solid line) and bend-
insensitive fiber (dashed line). Fig. 2. Schematic diagram of accelerometer system.
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I ¼ Aþ B cos θðtÞ; ð4Þ
I ¼ Aþ B cos½C cosðω0tþΦÞ þ ϕðtÞ; ð5Þ
dI
dt
¼ BCω0 sinðω0tÞ cos½C cosðω0tþΦÞ; ð6Þ
C ¼ jdI=dtjmax
Bω0
: ð7Þ
A Fabry–Perot etalon was used to measure the accel-
eration of the PZT shaker. It was constructed by aligning
the end of a flat-cleaved fiber suspended perpendicularly
to a small, light weight mirror fixed at the center of the
disc, mounted on the PZT shaker. The maximum dis-
placement of the PZT shaker (s) for a given frequency
is calculated from the difference in cavity length between
the neutral and peak of oscillation.
s ¼ Nλ
2
: ð8Þ
The fringe count is calculated by accumulating the
phase of fringes and using arc-sine and arc-cosine func-
tions on fractional fringes. It is feasible to obtain an ac-
curate value for N with resolvable responses in excess
of half of a fringe. Acceleration in is calculated from the
second derivative of displacement.
jaj ¼ ω20s ¼ 2π2Nλf 20: ð9Þ
The measured responsivity of the accelerometer is
shown in Fig. 3, which varies between 1:2–3:3 rad=g for
100–800Hz. From simulations, the responsivity for a
10mm length of microfiber is predicted to be 2:33 rad=g
and 0:24 rad=g for BIF. The simulated value for microfi-
ber shows some agreement with the experimental re-
sults. The variations of responsivity with frequency
could be due to the nonuniform polymer deposition on
the flexural disc, causing some parts to flex more than
others at certain frequencies. The fundamental reso-
nance frequency of a 25mm diameter and 0:5mm thick
carbon-polymer disc was expected to be 1:6 kHz from si-
mulations. However, it was not possible to confirm this
experimentally because the frequency range of testing
was limited by the operating bandwidth of the PZT sha-
ker (<1 kHz). The signal-to-noise ratio was found to be
35:4dB with a bandwidth of 20 kHz. This corresponds
to a phase-sensitivity of 19:1 μrad=
ﬃﬃﬃﬃﬃﬃ
Hz
p
. The noise is
predominantly caused by intensity and frequency fluctua-
tions of the laser source. The phase sensitivity is com-
bined with the responsivity of the accelerometer to
give the acceleration sensitivity as a function of fre-
quency, which can be as low as 57:8 μg (g ≈ 9:81m=s2).
In conclusion, a microfiber-based flexural disc acceler-
ometer has been proposed and demonstrated. It has the
potential to reach higher compactness and responsivity
than current designs using SMF-28 or BIF. As a proof-of-
concept, we have demonstrated a responsivity of
∼2:2 rad=g between 100–800Hz for a 25mm diameter,
0:5mm thick carbon-polymer disc with a 10mm length
of 2 μm diameter microfiber. The responsivity should
increase proportionally with length.
Future work will focus on using longer lengths of mi-
crofiber [16] for higher responsivity, as well as extending
the testing bandwidth to match the theoretical resonance
frequency. For stable and effective operation in a harsh
environment, it is necessary to house the accelerometer
in a robust metal case. To further reduce the size and
weight of the sensor system, it is possible to integrate
the coupler of the interferometer into the housing by
fabricating it from microfibers [17].
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